[Development of a method to proofread and correct the 3D virtual patient in CT simulation of radiotherapy].
Plexiglass and thin copper wire are used to develop a series of devices, which can proofread and correct the CT ruler and CT interval in scanning so as to guarantee the accuracy for the image of the body in 3D digitally-reconstructed radiography (DRR) in the treatment planning system.